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Titanium Elastic Nailing System 


Implants for Titanium Elastic Nail 





Ti.009.144 Titanium Elastic Nail 2.0mm Dia 
440mm Length 


Ti.010.144 Titanium Elastic Nail 2.5mm Dia 
440mm Length 





Ti.011.144 Titanium Elastic Nail 3.0mm Dia 
440mm Length 





Ti.012.144 Titanium Elastic Nail 3.5mm Dia 
440mm Length 





Ti.013.144 Titanium Elastic Nail 4.0mm Dia 
440mm Length 





End Cap for Titanium Elastic Nail 


Cat No. Dia. (mm) 
Ti.009.020 2.0 
Ti.010.025 5 
Ti.011.030 3.0 
Hii 836 o) 
Ti.013.040 4.0 
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2.0 mm-green 
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2.5 mm-steel finish 


An” 
3.0 mm-gold 


——————— 


3.5 mm-blue 


OO” 
4.0 mm-purple 





INSTRUMENTS FOR TITANIUM ELASTIC NAIL 





713.002 — Inserter for Elastic Nail 
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Instruments for Titanium Elastic Nail 











713.004 Hammer Guide 

713.006 AWL for Elastic Nail 

713.008 Detachable Slide Hammer 400 gms. 
713.010 F- Tool 

713.012 — Locking Plier for Elastic Nail 
713.014 = Pin Wrench 

713.016 Beveled Tamp 
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Standard Tamp 
713.018 Standard Tamp 2.5mm 
713.020 Standard Tamp 3.0mm 


Titanium Elastic Nailing System 
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Titanium Elastic Nailing System 


Instruments for Titanium Elastic Nail 


Standard Tamp 


713.022 Standard Tamp 3.5mm 
713.024 Standard Tamp 4.0mm 











307.070 Drill & Tap Sleeve Combined 3.2 / 4.5mm 
368.030 Bone Hammer 500 gms. 

260.270 Drill Bit $.S. Q.C. Dia 2.7mm x 125mm Length 
260.325 Drill Bit$.S. Q.C. Dia 3.2mm x 200mm Length 
260.475 Drill Bit $.S. Q.C. Dia 3.2mm x 200mm Length 
400.079 Graphic Aluminium Instruments Box 





with Two Tray 
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Titanium Elastic Nailing System 
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Cat No. 
IS.060 


Graphic Instrument Set for Titanium Elastic Nail 








Graphic Instrument Set for Titanium Elastic Nails Units 





713.002 


Inserter for Elastic Nail 





713.004 


Hammer Guide 





713.006 


Awl for Elastic Nail 





713.008 


Detachable Slide Hammer 400 gms. 





713.010 


F - Tool 





713.012 


Locking Plier for Elastic Nail 





713.014 


Pin Wrench 





713.016 


Beveled Tamp 





713.018 


Standard Tamp 2.5mm 





713.020 


Standard Tamp 3.0mm 





713.022 


Standard Tamp 3.5mm 





713.024 


Standard Tamp 4.0mm 





307.070 


Drill & Tap Sleeve Combined 3.2/4.5mm 





368.030 


Bone Hammer 500 gms. 





260.270 


Drill Bit S. S. Q. C. Dia 2.7mm x 125mm Length 





260.325 
260.475 
400.079 
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Drill Bit S. S. Q. ©. Dia 3.2mm x 200mm Length 
Drill Bit S. S. Q. C. Dia 4.5mm x 200mm Length 
Graphic Aluminum Instrument Box with Two Tray 
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Siora Surgicals Private Limited 


Manufacturer of: 
Trauma & Spine Implants 


eo Regd. & Corporate Office 
WZ-1, Phool Bagh, Rampura 
Delhi - 110035, INDIA 


or Office Land line: 
+91 11 28316116, 17, 18 


ow] Manufacturing Unit: 
1792, HSIIDC Indl. Estate 
RAI District, Sonepat 
Haryana- 131029, INDIA 
www.silora.com 
impex@siora net 


exports@siora.net 
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